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CERTIFIED-RET URN RECEIPT REQUESTED

Ms. Casie C. Newman, President
Newman~s Gulf Medical Supplies, Inc.
419 Bel Air Boulevard
Mobile, AL 36606

WARNING LETTER - 98-NSV-1~

Dear Ms. Newman:

During an inspection of your medical oxygen transfilling facility
located at 155 Tuttle Avenue, Mobile, Alabama, on April 7-14,
1998, our investigator documented deviations from the Good
Manufacturing Practice Regulations (Title 21, Code of Federal
Regulations, parts 21o and 211), which cause your medical oxygen
to be adulterated within the meaning of Section
501(a)(2)(B) of the Federal Food, Drug and Cosmetic Act.

Our inspection revealed a failure to always conduct a purity/
identity assay on each lot of oxygen prior to release, failure to
document calibration of the~ inadequate
GMP training of personnel, incomplete production rec&ds, inade-
quate Standard operating Procedures, no master label or label
review, no Quality Control Unit, no documentation of calibration
of equipment used in the transfilling operation and incorrect
color coded cylinders.

The above identification of violations is not intended to be an
all-inclusive list of deficiencies. It is your responsibility to
ensure adherence to each requirement of the Good Manufacturing
Practice regulations. Until the violations are corrected,
federal agencies will be informed that FDA recommends against the
award of contracts for the affected products.

You should take prompt action to correct these deviations.
Failure to promptly correct these deviations may result in
regulatory action including seizure and/or injunction without
further notice.
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Please notify this office in writing within fifteen (15) working
days of receipt of this letter of the specific steps you have
taken to correct the noted violations, including an explanation
of each step being taken to prevent the recurrence of similar
violations.

If corrective action cannot be completed within fifteen (15)
working days, please state the reason for the delay and the time
within which the corrections will be completed.

Your reply should be addressed to the attention of Jose~h E.
Hayes, Compliance Officer, Food and Drug Administration~--26$ plus

Park Boulevard, Nashville, TN 37217.

Sincerely,

Rayhond K. Hedblad
Director, Nashville District
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Enclosures:
21 CFR Parts 210 and 211
Compressed Medical Gas Guidelines

cc: Mr. Richard K. Bagot, Manager


